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ABSTRACT

Several patient groups undergoing small-diameter (<6 mm) vessel bypass surgery have limited autol-
ogous vessels for use as grafts. Tissue-engineered vascular grafts (TEVG) have been suggested as an
alternative, but the ideal TEVG remains to be generated, and a systematic overview and meta-
analysis of clinically relevant studies is lacking. We systematically searched PubMed and Embase
databases for (pre)clinical trials and identified three clinical and 68 preclinical trials ([>rabbit];
873 TEVGs) meeting the inclusion criteria. Preclinical trials represented low to medium risk of bias,
and binary logistic regression revealed that patency was significantly affected by recellularization,
TEVG length, TEVG diameter, surface modification, and preconditioning. In contrast, scaffold types
were less important. The patency was 63.5%, 89%, and 100% for TEVGs with a median diameter
of 3 mm, 4 mm, and 5 mm, respectively. In the group of recellularized TEVGs, patency was not
improved by using smooth muscle cells in addition to endothelial cells nor affected by the endothe-
lial origin, but seems to benefit from a long-term (46–240 hours) recellularization time. Finally, data
showed that median TEVG length (5 cm) and median follow-up (56 days) used in preclinical settings
are relatively inadequate for direct clinical translation. In conclusion, our data imply that future stud-
ies should consider a TEVG design that at least includes endothelial recellularization and bioreactor
preconditioning, and we suggest that more standard guidelines for testing and reporting TEVGs in
large animals should be considered to enable interstudy comparisons and favor a robust and
reproducible outcome as well as clinical translation. STEM CELLS TRANSLATIONAL MEDICINE
2019;8:671–680

SIGNIFICANCE STATEMENT

Small-diameter blood vessel bypass surgery is primarily performed using autologous arteries or
veins, yet several patient groups have limited grafts, and therefore substantial effort is put into
bioengineering small diameter tissue-engineered vascular grafts (TEVGs). This study provides the
first-ever systematical status of TEVGs and has performed a meta-analysis of factors contributing
to TEVG patency in clinically relevant settings such as large animals. Thus, in an unbiased fash-
ion, this study determines critical parameters for in vivo patency of bioengineered TEVGs, and
also pinpoints the need for more standard guidelines for testing and reporting TEVGs in large
animals. The data will thus bring the field a novel unbiased status that hopefully will accelerate
clinical translation of tissue engineered grafts in the near future.

INTRODUCTION

Reperfusing ischemic tissue may be
performed by endovascular or bypass surgery. As
such, coronary artery bypass grafting includes
connecting the internal mammarial artery to the
coronary artery distally for the occluded coronary
vessel or, alternatively, insertion of an autologous
vein or artery from ascending aorta to this coro-
nary segment. Similarly, in relation to peripheral

artery disease, autologous veins are used to redi-
rect blood around the affected vessel in the legs.
However, wound infection in the graft donor site
is a frequent complication, and former use of the
patient’s veins for bypasses, dialysis, varicose dis-
ease with or without removal of the saphenous
veins, as well as patients with hypoplastic v.
saphena magna or damages from previous throm-
bophlebitis have limited graft material. Synthetic
grafts such as Dacron and Teflon, which have
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been used since 1950s, works relatively well for vascular grafts
with a large diameter; however, the success for small-diameter
synthetic vessels (<6 mm) is lacking [1]. The blood flow in
smaller vascular grafts, higher thrombogenecity of the graft
material as well as poor homogeneity in the compliance of the
native vessel and the graft are all factors contributing to the
low patency of synthetic grafts with a diameter ≤6 mm [1–6].
Likewise, the use of allografts as an alternative remains com-
plicated and often gives rise to immune responses. Thus, novel
sources of blood vessels are highly demanded for bypass sur-
gery in various pathological states.

Already in 1986,Weinberg and Bell succeeded in bioengineer-
ing a multilayered artery with physiological properties resembling
that of a native vessel [7]. Although having low burst strength, this
work kick-started the field of tissue-engineered vascular grafts
(TEVG), providing an alternative source for small-diameter blood
vessel grafts in bypass surgery. Yet, clinical translation of small-
diameter TEVG (from now on referred to as TEVG) is still restricted
to a few studies [8–10], and the ideal TEVG with long-term patency
remains to be developed. As summarized and discussed in many
excellent reviews [1, 11–13], multiple approaches are used to gen-
erate TEVGs from autologous cells grown on synthetic or biological
scaffolds with or without modifications, but also acellular conduits
have been rigorously tested. But how far are researchers indeed
from generating TEVG products that at least meet the 60%
patency obtained after 10 years in humans when using autolo-
gous grafts [14], and which approaches contribute positively to
the long-term patency of TEVGs?

Herein, we set out to combine systematic literature searches,
risk of bias assessments, and meta-analysis of selected parame-
ters to provide a status on TEVG in clinically relevant settings
such as large animals. With this we provide, to the best of our
knowledge, the first meta-data on multiple factors influencing
TEVG patency as well as considerations on how to proceed with
generating the ideal TEVG.

MATERIALS AND METHODS

Search Strategy

The systematic literature search and design was performed in
agreement with the Preferred Reporting Items for Systematic
Reviews and Meta-Analyses guidelines [15]. One person (I.S.)
well-trained in the literature search performed the searches and
initial screening in the electronic databases PubMed and Embase
from inception to January 1, 2018. The search strategy was based
on the three key terms “tissue engineering,” “vascular grafts,”
and “in vivo evaluation,” and was composed of both indexed sub-
ject headings (MeSH and Emtree terms in PubMed and Embase,
respectively) as well as related free text terms. No database
limits were imposed on the search in PubMed, whereas in
Embase only the publication type “Article” was chosen for fur-
ther processing. All retrieved items were imported to EndNote
and duplicates were removed before further processing. The
complete search strategy can be found in Supporting Information
Figure S1.

Study Selection

Retrieved studies were screened against the inclusion criteria
using the systematic data management program Covidence
[16], first based on title and abstract (I.S.), and secondly by a

full-text screening (independently by I.S. and H.J.B.). Overall,
inclusion criteria (Fig. 1 and Supporting Information Fig. S2)
embraced studies on tissue engineering of tubular small diame-
ter (≤6 mm inner diameter assessed before implantation) [1, 17,
18] blood vessels and their evaluation as interposition grafts in
large animals (>rabbit). The small-diameter criterion was met if:
the inner diameter was disclosed and was ≤6 mm; the inner
diameter could be inferred from pictures to be ≤6 mm; or the
study defined small diameter as no more than ≤6 mm and
claimed to deal with small-diameter grafts. If information regard-
ing analyzed parameters such as follow-up time, patency, or distri-
bution of individuals among experimental groups were absent or
unclear to us, the study authors (only for studies <20 years) were
contacted for clarification. If information remained insufficient
or still lacking, the study was excluded. Two studies could be
partly included despite insufficient information and/or no author
response [19, 20]. Nine studies were completely excluded
(Supporting Information Fig. S3). Only primary studies published
in peer-reviewed journals in English language were eligible;
others were excluded (Supporting Information Fig. S4).

Data Extraction

All data were extracted independently by I.S. and H.J.B., and then
repeated independently by I.S. and E.B.H. Any disagreements were
solved by discussion between the disagreeing parties and by
involving D.C.A. to solve the controversy. For each graft, data were
extracted (see Supporting Information datasheet) on animal
model, graft diameter (mm), follow-up (days [1 month = 30 days,
1 year = 365 days]), the addition of surface modification (conju-
gated molecules, Supporting Information Fig. S5), recellularization
(cellular/acellular), preconditioning (yes/no), length (cm), publica-
tion year, the scaffold type (natural, synthetic, hybrid [of natural
and synthetic], self-assembly cellular sheet, decellularized, in-body
tissue architecture, and combinations of these; Supporting Infor-
mation Fig. S6), and primary patency at the final evaluation time

Figure 1. Flowchart of the literature search and exclusion criteria
for meta-analysis. See Materials and Methods for details.
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point. A patent vessel is defined as an open vessel (any degree of
partial obstruction is still defined as patent as in general for the
field). A second and a third round of data extraction were per-
formed independently by E.B.H. and D.C.A. to retrieve information
on type of circulation (artery, venous, arterio-venous), anti-
thrombotic treatment (type and duration), mechanical prop-
erties (methods used and strength; Supporting Information
Fig. S7), cell type according to origin (blood, vessel, bone mar-
row, and whether cells were endothelial or smooth muscle
cells and of progenitor/stem cell (blood, bone marrow, other)
or mature/differentiated (vessel) origin as well as details on
cell culturing (media and culture time) and recellularization
time (Supporting Information Fig. S8). Again, any disagree-
ments were rechecked and solved. Information on the patency
of the grafts corresponding to each study is represented in
two ways: the patency for each study group in percentage
(of patent grafts in the group) as reported by the authors of
the study; and each graft separately, patency indicated as
either patent or occluded (i.e., binary). The latter indication of
patency was used for the regression analysis, as it considers
the number of grafts in the study groups.

Quality Assessment

All studies were evaluated for risk of bias using a customized
tool (Supporting Information Fig. S9), which was developed
based on the recommendations of the Agency for Healthcare
Research and Quality [21]. Using this tool, both study design,
execution and reporting are assessed in a total of 10 catego-
ries, including the animal model chosen for in vivo evaluation
(dog < sheep, goat, pig < nonhuman primate; i.e., the more
similar to human physiology, the better); whether the length
of the implanted graft was stated (not reported < reported as
interval or approximation < reported as exact measurement);
the choice of control (use of control in another incomparable
individual and location or no control < use of control in the
same location but in another comparable individual < use of
control in the same individual and equivalent contralateral loca-
tion); the consistency of treatment (highly inconsistent treatment
and/or outcome assessment within or between groups < slight
differences in treatment and/or outcome assessment within or
between groups of little or no consequence < consistent treat-
ment and outcome assessment within and between groups); the
length of the evaluation period (divided into three intervals based
on previous observations of pathophysiological events occurring in
the graft post implantation [20] and subsequent expected time
graft failure [13]: [<1 month] < [1–9 months] < [>9 months]); the
method for validation of the graft patency (another method than
angiography and ultrasonography < either angiography or ultraso-
nography < both angiography and ultrasonography), and whether
the graft quality was evaluated by other methods including
mechanical and histological evaluation (no assessment of grafting
success besides patency < assessment of one parameter of grafting
success besides patency < assessment of at least two parameters
of grafting success besides patency); the incident of unexpected
events or treatments and whether such may affect the outcome of
the study (unintended or concurrent interventions that can heavily
influence results < unintended or concurrent interventions that
might slightly influence results, or that are accounted for in the
results < no unintended or concurrent interventions); the existence
of drop-outs of the study and whether such was included
(if possible) in the overall evaluation (loss of participants,

without inclusion of drop-out data in the synthesis of results <
loss of participants with partial inclusion of drop-out data in the syn-
thesis of results < no loss of participants, or loss of participants with
inclusion of drop-out data in the synthesis of results); and finally,
whether the authors reported any conflict of interest (no reported <
present < absent). The studies were rated independently (I.S. and
E.B.H.) in each category as low risk, medium risk, or high risk of bias,
with a corresponding score of low (1), medium (2), or high (3) risk of
bias, respectively. The results are visualized by a heatmap using the
Euclidean distance measure to compute the distances. The order of
the risk of bias categories is according to total sum with the
highest scoring. The difference in patency between the group of
studies scoring low, medium, or high risk of bias was tested using
Dunn’s test of multiple comparison (with p-values adjusted using
the Benjamini–Hochberg method [22]) following Kruskal–Wallis
tests for each parameter, and the patency distributionwas plotted
as a box-and-whiskers plot. The patency was here defined as the
reported percentage for each group comprising the studies and
tested against high risk of bias.

Regression and Exploratory Data Analysis

A binary logistic regression model was fitted using patency
(patent and occluded coded numerically as 1 and 0, respec-
tively) as the dependent variable. For the regression analysis,
we treated variables that can be used as interventions in the
graft production in a sensible manner as candidate explana-
tory variables: length (continuous), diameter (continuous),
recellularization (binary), scaffold type (categorical), surface
modification (binary), and preconditioning (binary). For further
details of each of these explanatory variables, see above. For
model selection, (a) backward elimination, (b) forward selec-
tion, (c) bidirectional elimination, and (d) exhaustive searches
for the best subsets of explanatory variables was performed
using the Akaike information criterion and the Bayesian infor-
mation criterion, respectively. Remarkably, these approaches
to model selection all suggested the same subset of explana-
tory variables, supporting the final choice of model: length,
diameter, recellularization, surface modification, and pre-
conditioning. Prior to fitting the model, listwise deletion was
used to eliminate 142 observations with missing values, since
we assume that the probability of missing data on length or
diameter does not depend on the values of any of the explan-
atory variables. Notably, since the proposed regression model
is logistic, listwise deletion yields consistent estimates of the
regression coefficients and their standard errors, even if the
probability of missing data on length or diameter depends on
the value of patency [23]. The proposed final model assuming
a binomial distribution of the dependent variable was com-
pared with the quasi-binomial model estimating an additional
dispersion parameter (Supporting Information Fig. S10) to con-
firm that the standard errors were similar.

As an exploratory analysis, a Pearson’s chi-squared test
with Yates’ continuity correction was used to test the null
hypothesis that the patency/occlusion of a graft is indepen-
dent of recellularization. Similarly, a Pearson’s chi-squared test
with Yates’ continuity correction was used to test the null
hypothesis that the patency/occlusion of a graft is indepen-
dent of cell type. Likewise, for diameter (pooled in three bins,
[2 mm, 4 mm), [4 mm, 5 mm), and [5 mm, 6 mm]), scaffold
type, and type of conjugated molecule, a Pearson’s chi-squared
test with Yates’ continuity correction was performed, and in
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case the overall chi-squared test was significant, it was followed
by a post hoc analysis using Fisher’s exact test with Benjamini–
Hochberg adjusted p-values for testing significance of differ-
ences among all pairs. For duration of recellularization, the data
was pooled in two bins, short-term (0.16–6 hours) and long-
term (46–240 hours), and Pearson’s chi-squared test with Yates’
continuity correction was performed. For testing the effect of anti-
coagulation factors on patency, the Wilcoxon rank sum test was
used on the reported patency (in percentage) for each group of
grafts composing the study. For mechanical testing, the reported
strength for each of the three most frequently used methods was
plotted against the reported patency (in percentage) for each
study. The term “significant” refers to statistical significance at the
.05 level, unless otherwise stated. For all statistical analyses the R
software version 3.3.3 was used [24].

RESULTS

Included Studies and Study Characteristics

A total of 14,947 studies were retrieved from the two data-
bases PubMed and Embase (Fig. 1 and Supporting Information
Fig. S1). Exclusion of duplicates and then systematic screening
of title and abstract using the Covidence platform revealed
321 studies, which was finally limited by thorough text reading
to 68 studies based on inclusion criteria [19, 25–91]. These
studies represented a total of 873 grafts: 258 occluded and
615 patent grafts at the end of the evaluation period. An unam-
biguous description of parameters, including animal model,
scaffold type, cell treatment, scaffold surface modifications,
graft diameter and length, evaluation period, and patency, are
listed for each study in Supporting Information Figure 11. These
specific parameters reflect main variables suggested and dis-
cussed in the field to affect in vivo patency of small-diameter
bioengineered blood vessels [1, 13]. Approximately half of the
studies were published in the last decade, and 59 of the 68 stud-
ies contained several experimental groups of grafts. Nine differ-
ent types of scaffolds were used (Supporting Information Fig. S6)
and the ratios of acellular versus cellular TEVGs ranges from 0.28
to 1 between those scaffold types (data not shown). Six different
animal species were used in the 68 studies, yet since animal
model does not qualify as a parameter for clinical translation, we
did not include it in the regression model, but maintained it as a
parameter for study quality assessment (i.e., similarity to human
physiology). Ninety percentage of TEVGs were tested in an artery
circuit, whereas only 9% and 1% were tested in arterio-venous
and venous circuits, respectively. Thirty-seven studies used
antithrombotic treatment, but overall patency (100; 77.1; 33.7
[median; mean; SE]) remained nonsignificant (p = .3978) from
studies not using this treatment (100; 74.5; 37.9 [median;
mean; SE]). The median graft diameter of all TEVGs was 4 mm
and ranged from 2 to 6 mm. When divided into three logical
diameter bins to obtain sufficient number of studies and grafts
in each bin, the median patency was 63.5%, 89%, and 100% for
TEVGs with a median diameter of 3 mm, 4 mm, and 5 mm,
respectively (Supporting Information Fig. S12). The median
graft length was 5 cm and ranged from 1 to 25 cm, where the
length of 510 of 873 analyzed TEVGs exceeds the diameter by
a factor 10, as recommended by others to obtain a reliable
patency measure [13]. The median of follow-up was 56 days,
and ranged from many short-term studies lasting 1 month or

less (370 grafts) to longer, more clinically relevant [20] studies
evaluated for >6 months (136 grafts). Most grafts, however, were
evaluated in the time frame 1 day to 6 months (736 grafts). The
median TEVG patency was 83% (n = 873) for a median follow-up
time of 56 days (95% confidence interval: [42, 60]).

Study Quality

To evaluate the presence of bias, we established our own risk of
bias assessment tool (Supporting Information Fig. S9) according
to what has been recommended by others [21]. We scored stud-
ies according to three categories: high risk of bias (equal to 3),
medium risk of bias (equal to 2), and low risk of bias (equal to 1).
Accumulation of the total score for each study is not rec-
ommended since rating of individual categories is inappropriate
[21]. Yet, by summing scores across studies and determining the
median score for each category (Fig. 2A), we found that only
conflicting interests were prone to high bias (median: 3). In con-
trast, animal model (relevance to human), follow-up (relevance
to clinical scenario), patency assessment, cointerventions (e.g.,
antithrombotic treatment and treatment of unexpected compli-
cation during or after surgery), controls (proper controls), con-
sistency, and graft length were mostly affected by medium bias
across studies (median: 2), whereas drop-out and secondary
methods (use of supportive methods) were at a low risk of bias
(median: 1; Fig. 2A).

We determined whether patency was different between
low, medium and high risk of bias groups within each category
using Dunn’s test of multiple comparison following Kruskal–
Wallis tests. These data revealed that a higher risk of bias
results in an improved patency for only patency assessment and
the use of appropriate control, whereas no evidence of associa-
tion was found for other risk of bias categories (Fig. 2B).

Meta-Analysis of Extracted Data

In order to assess the effects of explanatory variables on the
patency of the graft, we fitted a binary logistic regression model
using patency (patent and occluded coded numerically as 1 and
0, respectively) as the dependent variable (Fig. 3A, 3B). For the
regression analysis, we initially used the candidate explanatory var-
iables: length, diameter, recellularization, scaffold type, surface
modification, and preconditioning. Yet, for none of the scaffold
types (Supporting Information Fig. S6), the coefficients were statis-
tically significantly different from the coefficient of the reference
type (decellularized; .17 < p < .92). Moreover, a likelihood ratio
test (data not shown) suggested that the variable scaffold type did
not significantly improve the model fit. This suggests that the scaf-
fold types (Supporting Information Fig. S6) investigated in the
68 studies are very similar in functionality and difficult to distin-
guish in terms of resulting patency. Consequently, scaffold type as
a variable did not enter into the final model.

In contrast, the proposed final model (Fig. 3C) showed that
graft length had a highly statistically significant (p < .001) negative
effect on graft patency (Fig. 3D, 3E). Similarly, graft diameter had a
highly statistically significant (p < .001) positive effect on graft
patency (Fig. 3D, 3E), a result that was expected and in agreement
with the general knowledge in the field that small diameter vessels
are more prone to being occluded but here verified at a meta-
analysis level. Remarkably, according to ourmodel, recellularization
(p = .0076), surface modification with conjugated molecules
(p = .0034), and preconditioning (p = .0046) also appear to have
statistically significant positive effects on graft patency (Fig. 3D, 3E).
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Exploratory Data Analysis of Meta-Data

To analyze the variables with an impact on graft patency in detail,
we performed exploratory analyses. Yet, since the results for graft
surface modifications with conjugated molecules (Supporting Infor-
mation Fig. S5) and graft preconditioning, derived from a relative
low number of studies that each embraces various approaches for
these two variables, respectively, we speculated that further explor-
atory analysis would be inadequate currently. Instead, we chose to
analyze in detail the impact of graft length and recellularization as
well as the cell type and origin of the recellularized cells used on
graft patency.

Recellularized TEVGs accounted for 309 (73 TEVG groups/30
studies) of the 873 TEVGs analyzed. As compared with acellular
TEVGs, recellularized grafts were more prone to being patent
(χ2 = 48.333, df = 1, p < .001; Fig. 3F). In the group of recellularized
TEVGs, 220 TEVGs (20 studies) were seeded with endothelial cells
in the luminal space, whereas 89 TEVGs (13 studies) were seeded
with endothelial cells on the inside and smooth muscle cells on the
outside. Interestingly, our data showed that TEVGs with endothelial
cells alone exhibited a patency that was not statistically significantly
different (χ2 = 1.5747, df = 1, p = .2095) from the patency in the
group with both endothelial and smooth muscle cells (Fig. 3G).
Furthermore, extractingmeta-data on the origin of used endothe-
lial cells, we found TEVGs to be seeded with endothelial cells
derived from large blood vessel (162 TEVGs), peripheral blood

(111 TEVGs), bone marrow (13 TEVGs) and other organs such
as fat (14 TEVGs). Yet, no statistically significant difference
(χ2 = 3.0996, p = .4093) was revealed in patency between TEVGs
with endothelial cells of different origins (Fig. 3H). Similar results
were obtained for smooth muscle cells (data not shown). Also, we
found no evidence of any association (χ2 = 0, p = 1; without con-
tinuity correction, p = .9666) between patency and the stem
cell/progenitor state of the endothelial origin (data not shown).
Noteworthy, the median recellularization time was 2 hours for
patent TEVGs (Supporting Information Fig. 8), but when
recellularization time was divided into two natural bins: short-
term (0.16–6 hours) and long-term (46–240 hours), we found that
long-term recellularization was better (χ2 = 8.3105, p = .0040) in
terms of a higher fraction of patent TEVGs (Fig. 3J).

The final model suggests that graft length has a negative
effect on graft patency, whereas diameter has a positive effect
on graft patency (Fig. 3D, 3E). This is important, since it has
been suggested that the TEVG length should exceed the diam-
eter by a factor of 10 to avoid false positive patency [13].
However, we found that grafts not meeting this criterion were
significantly (χ2 = 29.275, df = 1, p < .001) more likely to be
patent (Fig. 3I). In this regard, it is also worth noting that the
length, the diameter, or both were not reported for 142 TEVGs.
Finally, the 68 studies used nine different approaches to test
mechanical properties of the TEVGs (Supporting Information Fig. S7),

Figure 2. Risk of bias (RoB) analysis. (A): Heatmap of RoB for all included studies. White, light blue, and dark blue indicates low, medium,
and high RoB, respectively. The annotation bar to the left indicates the median for each RoB category. The order of the rows (RoB catego-
ries) denotes the median for each category, low to high from the top. (B): Boxplots (box-and-whiskers, i.e., the median, hinges, whiskers,
and outliers) of patency distribution among RoB categories for each score (low, medium, or high). Dunn’s test of multiple comparison was
used to test low and medium groups against high RoB, to identify RoB categories associated with high patency as indicated by p-value.
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a key specification of the TEVG strength and another valuable
read for the TEVG quality in addition to in vivo patency. Based
on a correlation analysis, we found that burst pressure and
suture retention tests, which were the twomost commonly used
methods, expectably correlated (r = .48, p < .001 and r = .31,
p = .0015, respectively) with in vivo patency (Supporting Infor-
mation Fig. S7).

DISCUSSION

To the best of our knowledge, we here provide the first-ever
meta-analysis showing that recellularization, surface modifica-
tion, and preconditioning all improve TEVG patency in a clinically
relevant setting. The observed median patency of 83% was rela-
tively high, but we also identified that many of the preclinical
studies, even though performed in large animals, uses TEVG
lengths (median: 5 cm) and follow-up (median: 56 days) that are
inadequate for clinical use and thus cannot be directly compared
with the 10-year 60% patency known for autologous grafts.

As discussed in several reviews [1, 11–13] and as reflected
systematically in our study, various approaches have been used
to generate TEVGs. Still, the field is in its infancy with reference
to the few clinical translations [8–10], which were identified by
our search strategy. Therefore, we consider the heterogeneity
of TEVG studies as an advantage, since tremendous progress
emerges every day for scaffold preparation and bioreactor
developments, which likely will benefit the field. Yet, the large

heterogeneity of approaches used also complicates progress

evaluation, where to continue, and what approaches to elimi-

nate. Since our results are based on an unbiased systematical

approach reflecting the field’s status and not only a single study,

they may be used to accelerate such decisions.
Specifically, we found that acellular TEVGs as compared

with recellularized grafts were less prone to being patent
(62.4% versus 85.1%, respectively), supporting for the first-
time previous studies [47, 62, 92, 93] on a meta-analysis level.
Moreover, our analysis pinpoints that the use of smooth mus-
cle cells in addition to endothelial cells do not provide an

Figure 3. Binary logistic regression and exploratory data analysis. (A, B): The Akaike information criterion and the Bayesian information
criterion for each of the 64 potential models are plotted according to number of explanatory variables (k). The “best” model for each sub-
set size k is marked in red. (C): Bootstrap overfitting-corrected lowest nonparametric calibration curve for the final model. (D): Final
model. Signif. codes: “***” 0.001, “**” 0.01, “*” 0.05, “.” 0.1, “ ” 1. (E): Effects computed from the final model. In order to preserve the
linear structure of the model while allowing for interpretation on a familiar scale, the effects are plotted on the scale of the linear predic-
tor of explanatory variables, whereas the vertical axis is labeled on the scale of the dependent variable (i.e., the probability scale). Dotted
lines indicate standard error. Association between patency at the time of follow-up and (F) recellularization of the graft, (G) endothelial
cells only, or endothelial cells and smooth muscle cells in combination seeded on the graft, (H) endothelial cell origin, (I) the
length/diameter ratio, and (J) the duration of recellularization. The indicated p-values computed by Monte Carlo simulation are from
Pearson’s chi-squared test.
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immediate benefit to the patency. Thus, future studies may
focus more specifically on generating TEVGs with endothelial
cells alone, and here improve the specific condition for achiev-
ing a mature continuous sheet of fully functioning endothelial
cells. Based on our data, preconditioning in emerging bioreac-
tors will likely enhance this process, and it will be interesting
in the future to do specific exploratory meta-analysis of this
parameter, when more studies exploiting this approach have
been performed. Yet, our data do suggest that long-term (sev-
eral days) recellularization time prior to in vivo analysis is ben-
eficial, but it is appropriate to speculate that recellularization
duration may be reduced with the use of preconditioning bio-
reactors. In contrast, the physiological source of the endothe-
lial cell does not seem to have a major impact on the patency
according to our analysis. Thus, easy accessibility and clinically
relevant cell numbers for generating TEVGs of 20–60 cm seem
more important in relation to clinical translation of the approach
than the origin for endothelial cell function itself. However, it is
important to emphasize that we did not distinguish between the
methods used for obtaining the cells. It is thus likely that some
endothelial cell preparations are purer than others, and therefore
result in a better fully functioning endothelium. We also did not
distinguish between autologous, allogenic, and xenogenic cell
preparations, which may elicit different host immune responses
and hereby impact patency. Yet, we did speculate that an imma-
ture origin using circulating-derived or bone marrow-derived
endothelial progenitors could be more beneficial for the patency
than using mature blood vessel derived endothelial cells, but
did not find a relationship. Systemic antithrombotic treatment
was not included in the meta-analysis as an explanatory variable
but included as part of cointerventions in the risk of bias analy-
sis, since it is a standard treatment for humans undergoing
bypass surgery. Yet, based on the 36 animal studies using anti-
thrombotic treatment herein, we indeed did not find any major
impact on patency as otherwise could have been expected. Yet,
antithrombotic modifications used for scaffold surface modifica-
tions did turn out to have an immediate positive effect on TEVG
patency in our analysis. However, we consider that the number
of studies using surface modification still is too low to make any
robust conclusions and in addition embraces several types of
modifications. Overall, we did not observe that any of the scaf-
fold types were statistically significantly different from the refer-
ence type (decellularized), and thus the type of scaffold used
may be less important. Yet, we can only speculate if another ref-
erence type would change the result, but we chose, prior to
analysis, decellularized vessel as the reference type since this
scaffold is closest to native vessels. Moreover, new scaffolds are
developed continuously, and we may in the field not have iden-
tified the most optimal one yet.

Regarding follow-up time, we showed that the included
studies have a median of 56 days, which is clinically inadequate.
Importantly, this relative short follow-up does not generally
allow for hyperplasia induced occlusions to occur [94]. Thus, the
relative high patency reported in large animal studies might be
exaggerated, and whether this is comparable to the overall
patency of 60% obtained after 10 years in humans when using
autologous grafts remains questionable [14]. Indeed, we did not
observe an association between follow-up time and patency in
the timeframe used for animals (data not shown), yet again this
could be due to the short evaluation time of most studies.

Likewise, the median TEVG length in the animal studies was
5 cm, which seems irrelevant in relation to most clinical bypass pro-
cedures that often requires >20 cm. Most likely this reflects dif-
ferent anatomical targets in the animal settings for the TEVG
tested (of which we had no restrictions for inclusion in our analy-
sis). However, shorter grafts are suggested to be more prone to
being patent [34] and our study for the first time adds meta-
analyses to support this statement. Thus, we can only speculate if
the relative high patency obtained for the short TEVGs in animal
trials can be recapitulated if the TEVG length is increased to clini-
cal dimensions. Thus, future studies addressing longer TEVGs will
be valuable.Moreover, careful reporting on the length and diame-
ter is also desired to enable robust comparisons of TEVG patency.
We encountered 12 studies with insufficient reporting on length.
On a similar note, it is important to emphasize that the animals
used are normal, healthy individuals, whereas patients most often
suffer various vascular defects and diseases that may further lower
patency of TEVGs. One advantage of the large animal studies is,
however, the possibility for performing subsequent explant anal-
ysis of the in vivo tested TEVGs. We did not focus on those
results but found that the majority of studies (66) did perform
additional explant analysis, which clearly supports the robust-
ness of the corresponding in vivo patency measurements.
Another important analysis is in vitro mechanical testing that
at least for burst pressure and suture retention herein corre-
lates with in vivo patency. Thus, these mechanical testing
methods that are less complex and more easily performed
than large animal studies may further help researchers predict
which TEVGs that indeed will perform in vivo and thereby pre-
vent time consuming in vivo studies on low quality TEVGs. For
obvious ethical restrictions the follow-up in clinical studies are
based on the physiology of the patient (i.e., body weight), physi-
ological complications arising post implantation, and in vivo
patency assessed by for example, Doppler ultrasound. Thus, clini-
cal studies may be biased by secondary and undiagnosed effects,
which may result in a lower patency. Both ultrasound and palpa-
tion are generally considered subjective measures for in vivo
patency assessment, whereas angiography is more reliable [95,
96]. In the included animal studies, 32 of the studies used ultra-
sound alone, whereas nine studies used angiography or both.
Indeed, high risk of bias for patency assessment was encountered
to be associated with a higher patency. During our systematic
reviewing process, we identified that one major issue in the field
might be that patency is reported as a binary measure. This elimi-
nates the possibility to distinguish partly occluded scaffolds, which
could be of benefit for the field, but at the moment is limited by
the available methods. Indeed, the secondary analysis performed
in large animal studies enables a more robust and detailed analy-
sis of graded patencies, which could support reported patency.

Finally, we cannot emphasize enough that the present analy-
sis is restricted to the data collected for the present study and to
the statistical evaluation methods chosen herein. In particular, we
cannot exclude that a few eligible studies have been unnoticed
by our search strategy, and we apologize to authors of those stud-
ies. Also, it is likely that other factors than those analyzed and dis-
cussed here have an impact on the patency. Such factors include
but are not limited to the addition of specific growth and differ-
entiation factors to culture medium, as well as under what condi-
tions cells are seeded and cultured, that is, single-perfusion or
bi-perfusion and static or 3D rotation, oxygen tensions, and so on.
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CONCLUSION

Thus, in conclusion our data underscore that recellularization
of the TEVG with endothelial cells inside the lumen for several
days is a prerequisite with the type of scaffolds considered
hereto and preconditioning and scaffold surface modification
may further benefit patency. Moreover, our data suggest that
more standard guidelines for testing and reporting TEVGs in
large animals should be considered at least with regards to
TEVG length, follow-up, patency assessment, and the use of
appropriate controls.
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